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DETAILS:

The following are the results of the Compton Detector alignment performed March 12, 2003.  Values are relative to the As-Found location of the downstream brass slot.  Positive Z is downstream and positive Y is up.  Values are in millimeters.

Station



  dZ

  dY



         As-Found


0.00

 0.00

75 mrad

         After Shift


0.44

-1.78

79 mrad

         Repeatability


0.13

-1.51




